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Patients with established rheumatoid arthritis often
bear a disproportionate amount of body weight over
the metatarsal heads.1 As joint deformity progresses,
the plantar fat pad may be displaced, with a loss of
cushioning of the forefoot and associated metatarsal-
gia.2 Abnormal gait with reduced mobility may ensue
with the development of pressure lesions, a splay
forefoot, and bursae formation.3-7 Management of the

deformed rheumatoid arthritis foot includes conser-
vative and surgical interventions; Craxford et al8

found that recurrence rates of metatarsalgia were
high after surgery and that there was little difference
in the outcomes of operative and nonoperative treat-
ments. Promising research for individuals with early
forefoot disease has identified an important interrela-
tion between rearfoot position and forefoot pressure.9

Veves et al10 reported positive results after studying
the effects of padded hosiery with added density at
the forefoot region, although it was acknowledged
that such hosiery may be cosmetically unacceptable
to some patients. In an attempt to support joint func-
tion and reduce pressure and possibly pain, the meta-
tarsal pad has been developed.11-13 Metatarsal padding
offers immediate treatment, with the explicit aim of
distributing forces more equally over the plantar sur-
face of the foot.14, 15 Numerous types of plantar padding
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are available; some are molded into a prescription in-
sole, and others are separate prefabricated devices
manufactured from a variety of materials in various
shapes and sizes. The success of metatarsal pads is
evident in the national audit by Yates,16 in which 55
(31%) of 176 podiatric physicians in the United King-
dom reported that they regularly prescribed them.
Unfortunately, the available choices are overwhelm-
ing, making clinical protocols based on scientific evi-
dence difficult to establish. The prudent course of ac-
tion, therefore, may be to isolate single groups, such
as patients with rheumatoid arthritis, to provide the
clinical evidence.4, 17

Several studies18-21 have considered the use of pre-
fabricated metatarsal pads and plantar pressures in
asymptomatic subjects. Holmes and Timmerman18

selected a small metatarsal pad affixed directly to the
foot and assessed single-step peak pressure data in
ten subjects. Although the authors found that peak
pressures were reduced by 12% to 60% in seven sub-
jects, concluding that metatarsal pads were an effec-
tive means of reducing forefoot pressures, the study
was limited in that the properties of the “soft meta-
tarsal pad” were not stated. When Hayda et al20 stud-
ied the effects of three different types of metatarsal
pads on plantar pressures in ten subjects, they deter-
mined that the position and the material properties
were crucial, and they recommended that a small felt
pad be positioned 5 mm distal to the metatarsal heads.
This pad decreased average pressures by 19% at the
metatarsal heads.

More recently, Kelly and Winson22 studied sub-
jects with metatarsalgia, sampling single-step data
from a Musgrave Footprint pressure plate (Musgrave
Systems Ltd, Llangollen, North Wales). They taped
ready-made insoles of two designs to the subjects’
feet; one design incorporated a metatarsal dome in a
fixed position, and the other permitted partial cus-
tomization with padding. During the 8-week trial, two
groups (46 feet) were assessed for pain and plantar
pressures. The customized insoles yielded better re-
sults in terms of forefoot pressure reduction com-
pared with the barefoot condition (P < .001).

Hodge et al15 investigated four different orthoses
in 12 subjects with rheumatoid arthritis. One of the
insoles studied was prefabricated without any meta-
tarsal padding, and the remaining orthoses were cus-
tom-molded, two with the addition of metatarsal
pads. Use of the Pedar in-shoe pressure-measurement
system (Novel GmbH, Munich, Germany) facilitated
the analysis of consecutive footsteps and revealed
that all of the orthoses significantly reduced pressure
beneath the first and second metatarsal heads com-
pared with shoes only (P < .05). A dome design on a

customized insole was the most effective orthosis in
terms of reducing subjective pain ratings (P < .05).

To date, no study has compared pressures when
using a prefabricated insole and prefabricated meta-
tarsal pads in patients diagnosed as having rheuma-
toid arthritis. The aim of this research was to deter-
mine whether a prefabricated insole and metatarsal
pad of a specific design can manage plantar pres-
sures more effectively than another design.

Materials and Methods

Following local ethics committee approval, an oppor-
tunistic subject sample was recruited from the South-
ampton Podiatry Centre in Southampton. All subjects
gave written consent to participate in the study and
visited the clinical center once for data collection.

Subjects

Of 15 subjects invited to participate, 11 were recruited.
All participants had a history of rheumatoid arthritis,
as defined by the American Rheumatism Association.23

Inclusion criteria were a diagnosis of rheumatoid
arthritis, pain with shod weightbearing in the forefoot
region, and the ability to understand the procedure.
Subjects were excluded if they had previous excision
of one or more metatarsal heads, excessive deformity
of the foot that prevented application of the testing ap-
paratus, open skin lesions, or an inability to walk un-
aided. On the basis of these criteria, one subject was
excluded from analysis owing to an excessively un-
steady gait. The sample, therefore, included 10 sub-
jects (9 women and 1 man) and 20 feet. Patient age
ranged from 32 to 79 years (mean, 61 years), patient
weight was 50 to 79 kg (mean, 69 kg), and time since
diagnosis was 4 to 34 years (mean, 15 years).

Materials and Equipment

Selection of the insoles and metatarsal pads (all from
A. Algeo Ltd, Liverpool, England) was based on the
fact that patients with rheumatoid arthritis benefit
from a lower-density, softer material.15 Leber and
Evanski24 found that latex reduced pressure under the
metatarsal heads by as much as 28% (111 kN/mm2).
Two types of latex foam metatarsal pads were select-
ed: a dome with a hardness of 29 Shore A (models
SD2080 and SD2081; small and medium sizes) and a
square bar of the same hardness (models SE1101,
SE1102, and SE1103; small, medium, and large sizes).
Different sizes were included to accommodate each
individual foot size and shape. The prefabricated in-
sole had a hardness of 25 Shore A and was made of
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expanded urethane foam (models UD1801, UD1802,
and UD1803; small, medium, and large sizes).

The F-Scan in-shoe system (version 3.8; Tekscan,
Boston, Massachusetts) was selected to measure
forefoot plantar pressures; it permits measurement
and analysis at high resolution and is therefore suit-
able for measurement of small anatomical sites, such
as metatarsal regions.25 The system uses thin pres-
sure sensors trimmed to fit the individual shoe with
up to 960 sensor cells; sensors are linked to a com-
puter via cables for data acquisition. Sampling of
data and calibration of the sensors were performed
in accordance with the manufacturer’s instructions.

Protocol

Before data collection, plantar calluses were debrided
in an attempt to maintain uniformity, as significant
increases in plantar pressures have been recorded in
their presence,26, 27 although this was disputed in a re-
cent study.28 The investigator (L.J.) selected the pad
size on the basis of the depth of the transverse meta-
tarsal arch and the width of the foot. Placement of
the pads was determined by palpation of the metatar-
sal heads; the approximate center point of each
metatarsal head was marked with a pen, and this
image was then transferred to the dampened insole
while the subject was weightbearing. Each pad was
positioned 5 mm distal to the marked metatarsal
heads in a central position using double-sided adhe-
sive tape, thus creating the two insole designs shown
in Figure 1. The three test conditions were shoe-only
control, insole and dome pad, and insole and bar
pad; subjects were randomly assigned and wore their
own low-heeled, laced shoes with thin, 100% nylon,
ankle-high socks. The sensors were allowed time to
warm up, an important procedure to control sensor
variation by as much as 15%.29

This study adhered to the International Protocol
Guidelines for Plantar Pressure Measurement,30 which
state that no attempt should be made to control ve-
locity because this may induce unnatural movement;
gait, therefore, was not controlled in any way. Three
separate walks along a straight, level corridor for
each of the three conditions were measured. Sub-
jects walked at their normal pace in a “figure eight”
fashion. A final trial walk repeated the initial condi-
tion to enable comparative measurements of each
sensor and its reliability. The steps were collected
midcycle for data analysis, averaging three from each
foot; the first and last steps were excluded to avoid
acceleration and deceleration effects.31

The pilot study identified the need to refine the
masking system used for data analysis. Three regions

were identified based on the Win Masks software
(Novel), in which percentages divide the foot into the
first metatarsal; the second, third, and fourth meta-
tarsals; and the fifth metatarsal.32, 33 The only adjust-
ment made between subjects was to realign the top
border of the mask up or down to fully capture the
forefoot (Fig. 1).

Statistical Analysis

A one-way analysis of variance (ANOVA) (α = .05)
was used to determine whether significant differ-
ences existed among the conditions, followed, as ap-
propriate, by t-tests to establish where these differ-
ences existed. A Bonferroni adjustment for multiple
testing was applied to the ANOVA and the t-tests.

Results

Both insole designs reduced mean peak pressures,
with significant reductions at the central (second,
third, and fourth) metatarsal heads (P < .02) (Fig. 2).

Compared with the shoe-only control condition,
average reductions in mean peak pressure of 13.5%
(19 kPa) for the insole and dome pad design and 22.6%
(32 kPa) for the insole and bar pad design were found
over the first metatarsal, but these reductions were not
statistically significant. The central metatarsal mean
peak pressure was reduced by 11.8% (33 kPa) in the
insole and dome pad condition and by 21.3% (58 kPa)
in the insole and bar pad condition compared with
the shoe-only control condition (P < .02). Mean peak
plantar pressure also decreased over the fifth meta-
tarsal: 9% (5 kPa) and 26.4% (16 kPa) in the insole
and dome pad and insole and bar pad conditions, re-
spectively. However, these reductions were not sta-
tistically significant.

A significant difference was demonstrated over
the central metatarsals between the two insoles fa-
voring the insole and bar pad design (P < .02). Pres-
sure data for the central metatarsal head region for
each condition are given in Table 1.

To determine more fully the effect of the insoles
over the central metatarsals, the pressure variables
listed in Table 1 detail the decrease in the pressure–
time integral for each experimental condition. There
was a significant difference between the insole and
bar pad design and the shoe-only control condition
(P < .05). Stance times and contact areas increased
in the insole and dome pad and, to a greater extent,
insole and bar pad conditions, although not in a sta-
tistically significant manner. Individual subject analy-
sis revealed a maximum reduction in peak pressure
of 35% over the central metatarsal region when using
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the insole and bar pad design compared with the
shoe-only condition; the minimum change in peak
pressure was 4% when using the insole and dome
pad design.

No significant differences in mean cadence were
noted among conditions using a one-way ANOVA
(shoe-only condition = 1.683 sec, insole and dome

pad condition = 1.696 sec, and insole and bar pad
condition = 1.701 sec; F = 0.10; P = .95). Cadence was
calculated by dividing the number of steps by the
time from initial contact to final heel contact (left and
right steps). Cadence values were averaged from the
trials to give the cadence score for each condition.

When the first and last trials were compared, the
overall repeatability of the sensors was found to be
good (r = 0.96; P = .10). When evaluating each sensor
individually, changes were noted that ranged from a
4% decrease to a 9% increase in pressure.

Of the ten subjects, seven preferred the insole and
dome pad design and three chose the insole and bar
pad design. The chosen insole was issued to the sub-
ject on completion of the study.

Discussion

The results of this study demonstrate that prefabri-
cated insoles incorporating metatarsal padding can
be an effective treatment for high forefoot plantar
pressures in patients with rheumatoid arthritis. The
results show that there is a significant difference be-
tween the two insole designs. The central metatar-
sals were selected for further analysis, as this area is
often the focal point of pain.1, 15, 34-36 The study by
Minns and Craxford35 found that pressures under the
metatarsal heads in subjects with rheumatoid arthri-
tis were two and three times those in healthy sub-
jects. All of the subjects benefited from reduced
plantar pressures with each insole design; in only
one subject were the differences negligible between

Figure 2. Mean peak pressures for each condition
over the three designated foot regions. Error bars in-
dicate SD. *Significant differences (P < .02) identified
using t-tests.
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Figure 1. Prefabricated insoles and metatarsal padding: insole and dome pad (A) and insole and bar pad (B) con-
ditions. The boxed region illustrates an approximation of the F-Scan masking used.
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the two insoles. An average decrease in the pres-
sure–time integral with both insoles over the central
metatarsals provides additional evidence that there
was a reduction in sustained pressure with the insole
and bar pad design compared with the shoe-only
control condition.

Contact time is closely related to a variation in
gait and has been demonstrated to affect plantar
pressure.37 The contact time changes seen in this
study between conditions were minimal and not sig-
nificant, although contact time did increase slightly
in each experimental condition. A key purpose of
plantar padding is to provide a means of increasing
contact area and unloading focal points of high pres-
sure. As expected, contact area increased with both
insoles.14, 15

When Hodge et al15 investigated orthotic manage-
ment of forefoot plantar pressure in rheumatoid
arthritis, a low-density, prefabricated foot orthosis
without metatarsal padding was found to be as effec-
tive at reducing plantar pressures as a custom-mold-
ed foot orthosis with metatarsal padding. Hodge et al
concluded that metatarsal domes and bars (a boo-
merang-shaped device) were equally effective in re-
ducing metatarsal head pressures. The present study
also found that each type of pad offers effective man-
agement, but the bar design selected in this study
performed better than the dome design, which may
be attributable to the increased width and length of
this device. The insole preferred by most subjects
was the dome pad design, although the recommend-
ed insole was the bar pad design. It is well known
that dorsal sites are often vulnerable in this patient
group,1, 3-5 particularly when there is insufficient toe
box provision in shoes, and it is postulated that the
insole and bar pad design created too much bulk in
certain instances with inadequate footwear. Any in-
crease or decrease in discomfort experienced by the
subjects was not investigated in this research, and
thus no statistical relationship among pain, pressure,
and footwear was considered. Footwear will always
dictate the treatment options available, but, where

possible, the insole and bar pad design is the pre-
ferred choice in first-line management. When foot-
wear is too restrictive, the insole and dome pad de-
sign offers a good alternative intervention. This study
did not analyze the whole foot, and so pressure in-
creases might have occurred at adjoining sites.13, 19, 38

The equipment used in this study has had a mixed
reception regarding its accuracy as a clinical tool,39-42

with reports of variations between sensors, wear, ex-
cessive bending, and sensor degradation over time.
In this study, sensors were reused between subjects;
as there were ten subjects and each walked a total of
ten trials, there was concern regarding sensor relia-
bility with continued use. For this reason, the study
provided a means of assessing the output from each
sensor, comparing the first and last trials using the
same condition. Any discernible drop in pressure
would have become apparent at the end of each test
session, but no significant change was noted overall.
The results of this study, therefore, demonstrate that
the sensors used were reliable, and it is recommend-
ed that this procedure be used for F-Scan measure-
ments to ensure reliability of results. Analysis of spe-
cific regions of the foot necessitates a system of
masking; with each individual foot displaying differ-
ent degrees of anatomical variation, this has proved
to be a contentious issue with various masking meth-
ods reported.7, 9, 13 It is essential that there is consis-
tent identification of the chosen sites,30 and this re-
mains subject to individual interpretation and an
inherent weakness in plantar pressure analysis. Al-
though there are drawbacks with most plantar pres-
sure measurement systems, the best indices for relia-
bility of the F-Scan system are the peak pressures
over the metatarsal heads.43, 44

Clinical evidence is required in order to formulate
a national framework for the treatment of rheuma-
toid arthritis,45 and it is hoped that this study will pro-
vide the impetus to establish a protocol for the man-
agement of high plantar pressures in established
rheumatoid arthritis. There is an opportunity for fur-
ther research in plantar pressure management in

Table 1. Pressure Data for the Central Metatarsal Head Region by Condition

Condition

Variable Shoe Only Insole and Dome Pad Insole and Bar Pad

Pressure–time integral, mean (SD) (kPa sec) 100.6 (25.1) 96.3 (20.8) 87.7 (21.4)a

Peak pressure, mean (SD) (kPa) 274.5 (49.3) 242.0 (40.0)a 216.1 (46.6)a

Stance time, mean (range) (sec) 0.758 (0.673–0.864) 0.788 (0.693–0.879) 0.790 (0.669–0.935)
Contact area, mean (range) (cm2) 125.4 (90.6–148.7) 138.5 (101.0–161.1) 144.1 (106.0–170.6)

aSignificant differences (P < .05) identified using t-tests.
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rheumatoid arthritis that investigates a broader range
of materials and metatarsal pad shapes.

Conclusion

As a first-line treatment in rheumatoid arthritis, it is
recommended that a bar pad made of latex or a simi-
lar material be placed approximately 5 mm distal to
the center of the metatarsal heads and incorporated
into a low-density insole. In cases in which footwear
may prove too restrictive, a dome design should be
used. Prefabricated devices offer an effective, rapid,
and relatively low cost treatment for the reduction of
plantar pressures in established rheumatoid arthritis.

Acknowledgment. James Sheridan of A. Algeo
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this study.
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ERRATUM

In “Rheumatologic Conditions of the Foot” by Michelle Costa, DO, Tina Rizak, MD, MPH,
and Bernard Zimmermann, MD, March/April 2004, page 177, the second author’s last
name was misspelled. The correct spelling is Rizack.


